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TEST REPORT

Report Ref. No. :2009709B
Product Name: LED Street Light

Client Name: ELEDE AB

Note:

This test report or any reduplicate one with the signature of the test engineer, the checking
person and the authorizing officer is valid when stamped with the testing seal authorized by the
National Lighting Test Centre. Any alter of this report by handwriting is not valid. Please submit
query concerning the test result within 15 days after the receipt of the report, or the query will
not be accepted. The test report relates only to the item(s) tested.
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Report

Testing Laboratory Name.........: National Lighting Test Centre
No.A Dabei Distri
AUOTERE .. .....oiesaosneninnsnassnmrants o___ ? Changpocurj i) e, SEHEg BISUE,
Beijing, 100022 China
ReEPOME NG coocncenanninmnsrmsmnerannssnsnansd 20097098

Tested by (Name and Signature)

Checked by (Name and Signature)

Approved by (Name and Signature)

Caiyun Mao C'Cl‘c\"t%’{ﬁ ] ,]' Vit

Fang Wang Mw“"ﬁ/
Zheng Yang 2 Mg/j Ma/

PDateiOFISSUE. .. ivesacmnnsninsnanserssnsans September 17, 2009

oy SR SRR s e 10 pages.

Product Name...................... LED Street Light

Model and/or Type..............t Lucas Il 84
Trademark.........coccuiiiiiiaiil U-Tron

Date Code......ccivieusanmuannniant /

Manufacturer........ccccovceeeinal U-Tron (Beijing) Electronics Co.,Ltd.
Quantity ool 1 piece

Receiving Date of Sample...:

Rating(s)

July 13, 2009

/

Test Specifications:

Test Item (s)

........................

Reference Standard (s)

1000h Color Rendering Index. 1000h Correlated
Color Temperature. 1000h Photometry Test

Refer to CIE127-1997. Refer to GB/T9468-2008

Conclusion:
IES document is subjected to the written

data, and electronic file is just for reference.

See the test data.

Test case verdicts:

Test case does not apply to the test object.......:

The sample does meet the requirement of

The sample does not meet the requirement of...:

N(.A.)
P(ass)

F(ail)
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Test Result

Reference Standard : Refer to CIE127-1997

Sample - | 1000h Color Rendering Index |  T9°9n Corelated Color
B . - SE Temperature
No. . . (Ra) - T
1 75 6619
Reference Standard : Refer to GB/T9468-2008
Test conditions:
Sample No. 1#
Frequency Voltage Current Power Power
Electrical Parameters: (Hz) V) (A) (W) Factor
(input)
50 220.0 0.49 103.5 0.97
Luminaire Total Flux(im) 5543.4
Road side upward(im) 0 House side upward(lm) 0
Road side downward(lm) 2718 House side downward(Im) 2825.4
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V. 8¢
oy il e 280 290 300 310 320 330 340 350 0
0 2920 2920 2920 2920 2920 2920 2920 2920 2920 2920
5 | 2911 2920 2916 2902 2895 2897 2890 2904 2890 2879
10 i 2823 2821 2828 2862 2848 2853 2830 2777 2779 2777
15 | 2144 2733 2770 2744 2645 2529 2420 2409 2381 2372
20 | 2624 2615 2580 2374 2295 2275 2270 2342 2335 2316
25 2416 2356 2110 2140 2127 2201 2173 2175 2184 2173
30 2152 1939 2011 1988 2004 1981 2022 2076 2087 2122
35 1504 1805 1867 1851 1816 1856 1923 1971 2055 2076
40 1259 1428 1631 1673 1680 1752 1810 1881 1916 1918
45 1032 879 1178 1296 1398 1511 1525 1599 1629 1622
50 537 555 548 919 1039 1076 1134 1189 1201 1203
55 375 444 470 690 923 993 1025 1060 1115 1136
R 245 331 333 685 794 852 889 912 905
65 134 141 211 268 308 625 676 722 736 734
ot [ T 93 104 190 211 296 518 583 606 604
75 56 53 62 81 132 153 227 428 417 398
80 23 28 28 a2 56 79 88 90 123 104
85 5 9 12 12 12 16 19 16 21 21
90 5 2 2 0 0 0 0 0 0 0
95 0 0 0 0 0 0 0 0 0 0
100 0 0 0 0 0 0 0 0 0 0
105 0 0 0 0 0 0 0 0 0 0
110 0 0 0 0 0 0 0 0 0 0
115 0 0 0 0 0 0 0 0 0 0
120 0 0 0 0 0 0 0 0 0 0
125 0 0 0 0 0 0 0 0 0 0
190 | B 0 0 0 0 0 0 0 0 0
135 0 0 0 0 0 0 0 0 0 0
140 0 0 0 0 0 0 0 0 0 0
145 0 0 0 0 0 0 0 0 0 0
150 | 0 0 0 0 0 0 0 0 0 0
155 0 0 0 0 0 0 0 0 0 0
160 0 0 0 0 0 0 0 0 0 0
165 0 0 0 0 0 0 0 0 0 0
170 0 0 0 0 0 0 0 0 0 0
175 0 0 0 0 0 0 0 0 0 0
180 0 0 0 0 0 0 0 0 0 0
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100
105
110
115
120
125
130
135
140
145
150
155
160
165
170
175
180

e o e
| 10 20 30 40 50 60
2920 2920 2920 2920 2920 2920
| 2888 2911 2909 2897 2886 2888
| 2192 2781 2811 2818 2832 2851
2381 2383 2402 2476 2578 2687
| 2332 2326 2265 2254 2263 2314
| 2168 2154 2138 2191 2096 2117
| 2078 2048 1995 1944 1969 1971
2020 1948 1881 1847 1761 1796
I 1888 1847 1770 1678 1594 1532
| 1594 1525 1418 1388 1270 1164
L1178 1150 1115 1044 990 891
; 1120 1044 988 939 856 597
| 882 845 810 750 622 204
720 710 650 576 250 243
| 613 562 495 231 197 160
| 400 359 187 153 113 58
106 86 72 62 32 23
Vo8 19 16 9 5 2
L0 0 0 0 0 0
I o 0 0 0 0 0
| -0 0 0 0 0 0
- o 0 0 0 0 0
| o 0 0 0 0 0
0 0 0 0 0 0
| 0 0 0 0 0 0
! 0 0 0 0 0 0
I o 0 0 0 0 0
i =0 0 0 0 0 0
| o 0 0 0 0 0
=t 0 0 0 0 0
| o 0 0 0 0 0
| 0 0 0 0 0 0
g 0 0 0 0 0
0 0 0 0 0 0
| o 0 0 0 0 0
‘ 0 0 0 0 0 0
| o 0 0 0 0 0
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421 384 315
294 204 162
169 120 111
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fax Intensity ac=270 y=0
=== Plane: CO -C180

=== Plane: C90 - C270
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D/H Mounting Height: 10 Mounting  Multiolying
Height (m) Factor

4 L 2 3 4 5 3] 7
5.0 4 00
8.0 L 56
3 10.0 L 00
12.0 0. 69
15.0 0 44
House 18.0 031
Side ‘\\ 20.0 Q.25
\ 30.0 o1l
o i
1 \\\ \
DNV \
j? 2w Four—quadrant flux(lm)
1 j S / } ) =
0 1/ 1,Street side downward: 27LE
1.Street side upward: 0
3. House side downward: 2823.
2 _Cf 4_House side upward: 0
Street
Side
3
4
5 =
6
7

[ Meximum intensity point and half-maximum intensity 1line.
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Hrizontal illuminance (1x)
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[ES document:

IESNA:LM-63-2002

[TEST]2009709

[TESTLABINLTC

[ISSUEDATE]27-08-2009

[MANUFAC]U-Tron

[LUMCAT]Lucas II 84

[LUMINAIREJLED luminaire

[LAMP]LED

[LAMPCAT]-

[BALLAST]-

[BALLASTCAT]-

TILT=NONE

1-11.03719120.2650.2750

1.0 1.0 103.4

05101520 25 30 35 40 45 50 55 60 65 70 75 80 8590 95 100 105 110 115 120 125 130 135 140 145 150 155 160 165 170 175 180
0 1020 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 :“%:

2020 2902 2818 2680 2578 2383 1944 1277 1148 810 481 315 162 111 79 37900000000000000000000 %
2920 2890 2816 2705 2578 2328 1879 1731 1289 747 511 384 204 12083 42162000000000 0000000000 §
2920 2890 2814 2742 2520 2099 1955 1826 1502 1037 486 421 294 16988492120000000000 00000000 0,’:

2920 2888 2851 2687 2314 2117 1971 1796 1532 1164 891 597 294 243 160 58 232000000000 00000 00000

2920 2886 2832 2578 2263 2096 1969 1761 1594 1270 990 856 622 250 197 11332500000 00000000000000
2920 2897 2818 2476 2254 2191 1944 1847 1678 1388 1044 939 750 576 231 1536290000 000000000000000
2920 2909 2811 2402 2265 2138 1995 1881 1770 1418 1115 988 810 650 495 1877216000000 0 000000000000
29202911 2781 2383 2326 2154 2048 1948 1847 1525 1150 1044 845 710 562 35986 19000 0000000000000000
2920 2888 2772 2381 2332 2168 2078 2020 1888 1594 1178 1120 882 720 613 400 10621000000 0000000000000
2920 2879 2777 2372 2316 2173 2122 2076 1918 1622 1203 1136 905 734 604 398 104210000000 000000000000
2920 2890 2779 2381 2335 2184 2087 2055 1916 1629 1201 1115 912 736 606 417 1232100 00000000000000000
2920 2904 2777 2409 2342 2175 2076 1971 1881 1599 1189 1060 889 722 583 42890 160000000 000000000000
2920 2890 2830 2420 2270 2173 2022 1923 1810 1525 1134 1025 852676 518 227881900000000 00000000000
2920 2897 2853 2529 2275 2201 1981 1856 1752 1511 1076 993 794 625296 153 791600000000 00000000000
2920 2895 2848 2645 2295 2127 2004 1816 1680 1398 1039 923 685 308 211 132 56 120000000000000000000
2920 2902 2862 2744 2374 2140 1988 1851 1673 1296 919 690 333 268 190 81 32 12 0000000000000000000
2920 2916 2828 2770 2580 2110 2011 1867 1631 1178 548 470 331 211 104 62 28 122000000000000000000
2020 2920 2821 2733 2615 2356 1939 1805 1428 879 555 444 24514193 53289200000000 0000000000

2920 2911 2823 2744 2624 2416 2152 1504 1259 1032 537 37522213493 5623550000000000 00000000



